












�� -  Pick an auscultation point on the virtual manikin and change the parameters related to the sound by clicking on the volume settings. 
 On this representation, a dynamic sound (Available only for SAM4 Plus version) can have the Rate changed from 50 to 150BPM.
 For all sounds, additional adjustments in the volume are available to accentuate specific sounds, such as Aortic, Pulmonic, Tricuspid and Mitral.

�� -  On this example, on Sound B is selected a ‘Normal Heart Sounds with Chronic Bronchitis’ and both Heart and Lung sounds are present on 
Manikin.

�� -  Select one of the lung sounds to hear from front or back of the manikin.

�� -   Select the Turning button to visualize the auscultation points on the back of the manikin.

Disconnecting the application and manikin

�� -  Select the X on the top right on the main screen

�� -  Then click on ‘Disconnect’. Lights will blink once in the manikin as an indication that it is disconnected. Smartphone or Tablet is now discon-
nected. Another smartphone or tablet may be connected or to turn Manikin off press power button. Power button will turn red then power off.
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CLEANING

The SAM4 manikin can be cleaned using a standard alcohol swab or wipe (70% Isopropyl Alcohol). Before cleaning unplug all cables including power 
from the manikin. Do not use excessive liquid or immerse any part of the SAM manikin. Doing so may result in moisture getting inside the unit.
 

The SAM manikin can be safely stored or transported with the following environmental conditions: 
-20°C to 65°C (-4°F to 149°F), <95% relative humidity.

Operating Temperature: 32°F to 104°F (0°C to 40°C)
Humidity: 0 – 95% Relative Humidity
Altitude: <6,561 Ft. (<2,000 Meters)

For questions or in need of service, call your Sales Representative and inform your order number, invoice number and Serial Number on the left side 
of the manikin. Do not send the product back unless instructed.

Warranty Coverage

Duration and Scope: Cardionics guarantees this product against manufacturing defects in materials and workmanship for a period of five (5) years 
from the original purchase date, when bought from Cardionics or an authorized dealer.

Original Purchaser: This warranty is exclusively for the original consumer purchaser and is transferable only with Cardionics' written consent.

Limitations: The extent of Cardionics' warranties, including those of merchantability and fitness for a particular purpose, is confined to the five-year 
warranty period. Note: Some jurisdictions do not allow limitations on the duration of an implied warranty, so this restriction may not apply to all users.

Remedy: Cardionics will either repair or replace the product, at its discretion, under this warranty.

Exclusions

Improper Use: The warranty does not cover defects or damage from non-standard use, exposure to elements, improper storage, unauthorized modifi-
cations, repairs by non-approved personnel, misuse, neglect, accidents, alterations, or improper installation.

Serial Number Tampering: Products with removed or illegible serial numbers.

Non-Approved Accessories: Damage from using accessories not endorsed by Cardionics.

Third-Party Products: Items not manufactured by Cardionics are excluded but may be covered under the original manufacturer's warranty.

TRANSPORT AND STORAGE

OPERATING CONDITIONS

LIMITED WARRANTY
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CONTACT INFORMATION 
Imprint_3B_US_bw

Cardionics
910 Bay Star Blvd. 
Webster • TX 77598 • USA
Phone: +1-800-364-5901
info@cardionics.com 

3B Scientific GmbH
Ludwig-Erhard-Straße 20 • 20459 Hamburg • Germany 
Phone: +  49   (0)40-73966-0 • Fax: +  49   (0)40-73966-100
3bscientific.com • info@3bscientific.com 

A worldwide group of companies


